
Motor position reset after power failure. 

1) Open the last file of measurements 

2) Reset all the motors of experimental chamber to the ultimate measurement position. 

3) configure monochromator from the same file 

 Axis: GRATING =mono axis position 

 Exit slits y position in micrometer 

 Exit  slits z position in micrometer (887 – full open) 

4) To configure P2 phiz position to the ultimate value: 

 experimental chamber setup 

 password 

 Axis: P2phiz =P2 phi z position from file 

 


