
Procedure for the opening of the experimental chamber                                                     

SCHEMATIC DRAW OF THE EXPERIMENTAL CHAMBER VACUUM SYSTEM:  
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PRELIMINARY ACTIONS 

1-Close REFO GATE 

2-Close PREPARATION CHAMBER GATE 

3-Close GATE C 

VENTING: 

1-Switch off  a) TURBO SEIKO  b)TURBO VARIAN (back SEIKO), maintaining  the membrane on  c)IONIC PUMP   d)ION 

GAUGE. If the SUBLIMATION PUMP control is ON, switch it off. 

2-Vent with    (connect to liquid    dewar and open GATE B). 

PUMPING DOWN: 

1-Connect GATE B  to scroll pump (close GATE B and disconnect   , connect to pump and open GATEB ) switch it on, 

waiting until vacuum in chamber is 1mbar (see EXPC pirani indicator).      

2-Close GATE B 

3-Switch on TURBO SEIKO 

4-Switch on TURBO VARIAN 

5-Switch on IONIC PUMP (switch off controller H.V., connect the cable and switch on again the controller) 

6-Switch on SUBLIMATION PUMP 
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